Confocal microscopy is widely used in both materials science and life sciences. It has good imaging performance due to the filtering of background noise. The illumination by a high numerical aperture condenser is essential for good image quality. It is studied quite intensively using the Debye-Wolf integral, which often assumes an aplanatic lens system [1] . However, the aberration of the misaligned system often affects the quality of the focal spot in experiments. The study of the focal spot based on the real condenser lens system is in high demand in order to analyze the experimental results, and furthermore, guide the experiment.
In this work, we perform the physical-optics modeling of the real condenser lens system with inclusion of full vectorial effects. The schematic of the illumination part of the confocal microscopy is shown in Fig. 1(a) . The Gaussian wave source is generated in a fiber with a relative low divergence. It is collimated by a collimating lens (Edmund Optics: 49664) and then focused by a high numerical aperture condenser lens (Patent: US04384765; NA=0.95) to illuminate the sample.
The fully vectorial modeling is performed in the framework of field tracing [2, 3] as shown in Fig. 1(b) . We trace the vectorial field through different optical elements and free space by switching between different domains [4] with use of the Bi-directional (B) [5] and Propagation (P) operators [2, 6] , in order to maximize the accuracy and minimize the numerical effort.
The numerical experiment is performed in the software VirtualLab Fusion [7] . The focal spot is measured via energy density [1] . The wavelength of the illumination field is 632.8 nm. The polarization is linear in the y direction. The focal spots by the real lens system are shown in Fig. 2 (a) and (e) for circular and annular apertures respectively in perfect alignment. By comparing the results with those obtained by an ideal lens which is aplanatic via the Debye-Wolf integral [1] , shown in Fig. 2 (b) and (f), we can conclude the real lens system is well designed and there are nearly no aberrations. For the situation in which the Gaussian source is misaligned with a lateral shift of 100 μm in both the x and y directions, the simulation results are shown in Fig. 2 (c) and (g). We can see the focal spot deviates from the ideal one, especially in the case of the annular aperture. We compare the simulation results with those obtained by experiments from literature [8] ; they are in good agreement. The misalignment of the lens system in the annular aperture case is more sensitive. The deviation in the focal spot is mainly caused by the misalignment of the lens system. More care should be taken when adjusting the system in the case of an annular aperture than in the case of a circular aperture. 
